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[57] ABSTRACT 

Flush mounting of a sensor on a surface is provided by 
first forming a recessed area on the surface. Next an 
adhesive bonding mixture is introduced into the re- 
cessed area. The adhesive bonding mixture is chosen to 
provide thermal expansion matching with the surface 
surrounding the recessed area. A strip of high perfor- 
mance polymeric tape is provided, with the sensor at- 
tached to the underside thereof, and the tape is posi- 
tioned over the recessed area so that it acts as a carrier 
of the sensor. A shim having a flexibility so that it will 
conform to the surface surrounding the recessed area is 
placed over the tape, and a vacuum pad is placed over 
the shim. The area above the surface is then evacuated 
while holding the sensor flush with the surface during 
curing of the adhesive bonding mixture. After such 
curing, the pad, shim, and tape are removed from the 
sensor, electrical connections for the sensor are pro- 
vided, after which the remaining space in the recessed 
area is filled with a polymeric foam. 

10 Claims, 1 Drawing Sheet 
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FLUSH MOUNTING OF THIN FILM SENSORS 

ORIGIN OF THE INVENTION 

The invention described herein was made by an em- 5 
ployee of the U.S. Government and may be manufac- 
tured and used by or for the Government for govern- 
mental purposes without the payment of any royalties 
thereon or therefor. 

BACKGROUND OF THE INVENTION 

1. Field of the Invention 

The present invention relates generally to a method 
of flush mounting a sensor, especially a thin film sensor, 
on an aerodynamic surface where surface conformity is 
essential. 

2. Description of the Related Art 

A number of methods exist for the mounting of sen- 
sors on aerodynamic surfaces of aircraft, wind tunnel 2Q 
models, and the like, where surface conformity is essen- 
tial. Most of these methods require the accurate machin- 
ing of a recessed area to precisely accommodate the 
sensor, followed by application of a fastening agent 
such as epoxy cement to hold the sensor precisely at the 
surface. Several disadvantages are presented by such an 
approach. First, the machining of a recess to a predeter- 
mined depth, uniformly on a curved surface, is a diffi- 
cult and expensive process. Second, the fastening agen- 
t — e.g., epoxy cement — changes in volume upon set- 30 
ting, often resulting in a sensor installation that is not 
precisely at the surface. Third, unless the fastening 
agent — e.g., epoxy cement — is extended with an appro- 
priate filler to provide thermal expansion matching, 
sensor failure can occur as a result of thermal stresses 35 
from temperature excursions associated with flight and 
wind tunnel testing. 

SUMMARY OF THE INVENTION 

It is accordingly the primary object of the present 40 
invention to provide a process for the flush mounting of 
a sensor, especially a thin film sensor, on an aerody- 
namic surface, which process obviates the difficulties 
and disadvantages of the prior art. This object and its 
attending advantages and benefits are achieved by the 45 
provision of a process which is the cooperative combi- 
nation of the following procedural steps: 

A. Forming a recessed area on an aerodynamic sur- 

face, e.g., a fiberglass glove which is attached to a wing 
for use in studying natural laminar flow; 50 

B. Introducing an adhesive bonding mixture into the 
recessed area which provides thermal expansion match- 
ing with the surrounding aerodynamic surface, the ad- 
hesive bonding mixture comprising advantageously 
thermosetting epoxy cement and amorphous fumed 55 
silica, the amount of which will vary in accordance 
with the coefficient of thermal expansion of the surface; 

C. Providing a strip of high performance polymeric 
tape, e.g., polyimide tape, with the sensor to be 
mounted attached to the underside thereof, the strip of 60 
high performance polymeric tape being positioned over 
the recessed area so that the tape acts as a carrier for the 
sensor; 

D. Providing a shim, e.g., of stainless steel, having a 
flexibility so that it will conform to the aerodynamic 65 
surface surrounding the recess, the shim being posi- 
tioned over the strip of high performance polymeric 
tape; 


2 

E. Covering the shim with a vacuum pad to evacuate 
the area above the aerodynamic surface and hold the 
sensor flush with the aerodynamic surface during cur- 
ing of the adhesive bonding mixture; 

F. After curing of the adhesive bonding mixture, 
removing the vacuum pad, shim, and high performance 
polymeric tape, then attaching leads from the sensor to 
terminal pins, followed by filling remaining space in the 
recessed area with a polymeric foam, e.g., liquid ure- 
thane foam, and applying adhesive bonding mixture 
over the cured foam and curing the same to seal the 
entire assembly. 

Significant advantages of the process of the present 
invention are: ( 1 ) the need for accurate machining of a 
recessed area for the sensor has been eliminated. In this 
regard, it should be noted that even with accurate ma- 
chining, there is no guarantee of surface conformity 
using methods of the prior art to mount the sensor. ( 2 ) 
The employment of an adhesive bonding mixture which 
provides thermal expansion matching that of the sur- 
rounding aerodynamic surface helps prevent failures in 
the sensor backing which would result in failure of the 
sensor. (3) The employment of a polymeric foam fills 
remaining space in the recessed area without producing 
any large thermally induced stresses on sensor leads. 

Although specially suitable for the flush mounting of 
thin film sensors, the method of the present invention 
has utility in the mounting of other sensors, e.g., probe 
type aerodynamic flow sensors, resistance-type temper- 
ature sensors, and strain gauges, among others. 

BRIEF DESCRIPTION OF THE DRAWINGS 

For a more complete understanding of the present 
invention, including its primary object and attending 
benefits, reference should be made to the Description of 
the Preferred Embodiments which follows. This de- 
scription should be read together with the accompany- 
ing drawings, wherein: 

FIG. 1 is a schematic which illustrates the process of 
the present invention as applied to the flush mounting of 
a thin film sensor on a glove which has been attached to 
an aerodynamic surface, e.g., the wing of an aircraft; 
and 

FIG. 2 is a schematic which illustrates the completed 
flush mounting of the thin film sensor. 

DESCRIPTION OF THE PREFERRED 
EMBODIMENTS 

Referring now to the drawings, FIG. 1 shows an 
aircraft wing 10 to which fiberglass glove 11 is attached 
for use in studying laminar flow. A recessed area 12 in 
glove 11 is formed, as by routing out, and terminal pins 
13 are installed therein. Adhesive bonding mixture 14 is 
chosen to provide thermal expansion matching with the 
surrounding aerodynamic surface 11 , and advanta- 
geously comprises thermosetting epoxy cement and 
amorphous fumed silica. About 100 parts by volume of 
GA-2TM epoxy cement, which is available commer- 
cially, and about 70 parts by volume of Cab-O-Sil (R) 
filler, which is also available commercially have been 
used with particular success when glove 11 is fiberglass. 

A strip of high performance polymeric tape 15 is 
provided, to the underside of which is attached the 
sensor 16 which is to be mounted in recessed area 12 . 
The sensor 16 shown here is a thin film sensor. How- 
ever, other sensors, such as probe-type aerodynamic 
flow sensors, resistance-type temperature sensors, and 
strain gauges may also be employed. High performance 
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polymeric tape 15 is advantageously a polyimide tape 
such as Kapton (R) polyimide, which is available com- 
mercially. High performance polymeric tape 15 is posi- 
tioned over recessed area 12 so that it acts as a carrier 
for sensor 16. Shim 17 is then placed over high perfor- 5 
mance polymeric tape 15. Shim 17, which is preferably 
of stainless steel, should have a flexibility so that it will 
conform to the surface of glove 11 over which it is 
positioned. 

Shim 17 is now covered with vacuum pad 18, and the 
area above the surface of glove 11 is evacuated, 
whereby sensor 16 is held flush with the surface of 
glove 11 while adhesive bonding mixture 14 is being 
cured. 

After adhesive bonding mixture 14 is cured com- 
pletely, vacuum pad 18 is removed, followed by shim 
17, and high performance polymeric tape 15 is then 
peeled away from sensor 16. Leads are then attached 
from sensor 16 to terminal pins 13, after which the re- 20 
maining space is recessed area 12 is filled to within 0.010 
inches of the surface surrounding the recessed area with 
polymeric foam 19, which is advantageously a liquid 
urethane foam. Finally adhesive bonding mixture 14 is 
applied over polymeric foam 19 and cured to seal the 25 
entire installation. 

FIG. 2 shows the completed flush mounting of thin 
film sensor 16 in glove 11 attached to wing 10. The 
functions of adhesive bonding mixture 14 and polymeric 
foam 19 are seen, as is the communication between 30 
sensor 16 and terminal pins 13. 

What is claimed is: 

1. A process for the flush mounting of a sensor in a 
recessed area of a surface, which process comprises: 35 

introducing an adhesive bonding mixture into the 
recessed area, the adhesive bonding mixture pro- 
viding thermal expansion matching with the sur- 
face surrounding the recessed area; 

providing a strip of high performance polymeric tape 40 
with the sensor to be mounted attached to the un- 
derside thereof, the strip of high performance poly- 
meric tape being positioned over and covering the 
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recessed area so that the tape acts as a carrier for 
the sensor; 

providing a shim having a flexibility so that it will 
conform to the surface surrounding the recessed 
area, the shim being positioned over and covering 
the strip of high performance polymeric tape; 

covering the shim with a vacuum pad, curing the 
adhesive bonding mixture and evacuating the area 
above the surface while holding the sensor flush 
with the surface during curing of the adhesive 
bonding mixture; 

after curing of the adhesive bonding mixture, remov- 
ing the vacuum pad and shim, and peeling the high 
performance polymeric tape away from the sensor; 

providing electrical connections for the sensor fol- 
lowed by filling remaining space in the recess area 
with a polymeric foam, then applying the adhesive 
bonding mixture over the polymeric foam and 
curing the polymeric foam. 

2. The process of claim 1, wherein the surface is an 
aerodynamic surface. 

3. The process of claim 2, wherein the aerodynamic 
surface is a glove which is attached to a wing for use in 
studying natural laminar flow. 

4. The process of claim 3, wherein the glove is a 
fiberglass glove. 

5. The process of claim 4, wherein the adhesive bond- 
ing mixture comprises epoxy cement and amorphous 
fumed silica. 

6. The process of claim 5, wherein components of the 
adhesive bonding mixture are present in amounts pro- 
viding about 100 parts by volume of thermosetting 
epoxy cement and about 70 parts by volume of amor- 
phous fumed silica. 

7. The process of claim 1, wherein the high perfor- 
mance polymeric tape is a polyimide tape. 

8. The process of claim 1, wherein the shim is a stain- 
less steel shim. 

9. The process of claim 1, wherein the polymeric 
foam is a liquid urethane foam. 

10. The process of claim 1, wherein the sensor is a 
thin film sensor. 
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